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 A recent development thermal infrared camera system was improved by designing 
new components to downsize physical aspect and improve the instrument‟s performance. 
A new thermal infrared light source was developed and characterized. It is designed from 
a custom-made Macor backpiece that holds an alumina screw. High resistance wire is 
coiled around the screw. The coiled wire is covered with an alumina coating. Most light 
sources have a spectral emissivity similar to that of a blackbody emitter. This source has 
a spectral irradiance profile that is not similar to a blackbody source. Thus, the lamp has 
an improved efficiency in the thermal infrared region.  
 The thermal infrared camera‟s microbolometer detector was calibrated for its 
response at specific wavelengths. An infrared camera responds with a single value that is 
the sum of all detectable wavelengths. This was done by developing a method to 
determine the spectral response from the camera a given wavelength. At 8 µm, the 
camera‟s response is an instant onset; yet at longer wavelengths, the camera‟s response 
diminishes at a slower rate. 
A technique has been discovered that identifies differences on a surface using a 
thermal infrared camera. This technique exploits differences in polarity and heat capacity 
by exposing the surface to hot water vapor. We demonstrate this by showing the 
application of identifying blood on fabrics. Bloodstains that are diluted more than 20x are 
barely or not visible to the human eye. Our method uses a handheld steamer and a 
thermal infrared camera to observe the adsorption of water vapor. With sensitive thermal 
vii 
cameras, a small increase in temperature can easily be detected: this leads to visual 
contrast when observing the thermographic movie. Evidence suggests that the change in 
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1.1 INTRODUCTION TO THERMAL INFRARED IMAGING 
Instrumentation in every industry is constantly evolving to keep up with the ever 
changing samples and arising challenges within every respective field. Some instruments 
have developed over centuries and some are still in early stages of invention. The 
important factor when redesigning an instrument is how a new component affects the 
instrument‟s performance. The work presented here is focused on one specific purpose: 
to improve and enhance thermal infrared (IR) imaging of latent stains at crime scenes. 
This includes improvements in instrumentation, understanding one type of detector used 
in this process, and the early investigations of a new technique discovered that detects 
latent stains. 
Infrared thermography is used for many applications. An infrared camera has 
been used a chemical vapor detector; some systems are equipped with filters fabricated to 
isolate specific adsorption bands (1, 2). IR thermography has been applied to medicinal 
applications because of its ability to detect minute temperature differences (3-5). Other 
applications include using IR cameras for engineering and building applications (6-8).  
There are two types of thermography: active and passive. Passive thermography images a 
surface without an external stimulus being applied to the situation (9). This technique can 
be used by masonry to identify hidden architecture feature.  Active thermography 
techniques use an external stimulus, such as a light source or heating an object, which 
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induces a temperature change (9). Both of these techniques are used to gather information 
about objects without contaminating or manipulation.  
Our research is focused using a thermal infrared camera system to identify blood 
and other biological stains at crime scenes. An instrument was developed, which is 
described by Brooke et. al., that is capable of imaging blood with dilutions as low as 
1:100. This work has focused on improving and calibration specific components of that 
instrument; specifically, a new light source is fabricated that is more efficient in the 
thermal infrared region and a process to calibrate a thermal infrared camera for its 
spectral response. And this work will include a new technique that has developed that 
aids in identifying latent prints on fabrics. These advances in thermal infrared imaging 
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INFRARED LIGHT SOURCE 
2.1 INTRODUCTION 
Infrared (IR) light sources have evolved over the past two centuries since the 
discovery of infrared radiation in sunlight (1).  The first intentionally man-made source of 
infrared radiation for radiant energy studies was the Leslie cube, developed in 1804 (2, 
3).  Macedonio Melloni used a variety of objects heated in alcohol flames as infrared 
sources in 1835 (4).  The Bunsen burner was invented in 1855 (5) and was used by 
Kirchhoff as an infrared light source (6, 7), which was common until the carbon filament 
lamp was invented in 1880.  In 1889, Knut Angstrom‟s measurement of the spectra of the 
oxides of carbon used a modified Argand oil lamp.  The Welsbach gas mantle was 
developed in 1890 and used around the turn of the 20
th
 century for far infrared 
measurements because of its good emission properties beyond 10 µm wavelength (8-10).  
The Nernst glower was developed for home lighting (11); it was quickly replaced for that 
purpose by the tungsten filament lamp, but persisted for some time as an infrared light 
source.  This was the light source used by Coblentz in his early work on the infrared 
absorption spectroscopy of organic compounds (12).  The most common source in use for 
infrared spectroscopy today is the silicon carbide Globar, which name was trademarked 
in 1925 and described in 1938 by Strong (13-16). 
In 2010, Brooke et al. showed that a conventional microbolometer-based thermal 
camera could be used for infrared (IR) reflectance imaging (17-19).  In that work, a 1000-
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W electrically heated hotplate was used as a light source to overcome the large blackbody 
emission of objects at room temperature and to provide adequate signal to noise ratio 
(SNR) in reflectance images.  For our future work, we desired a more compact and 
manageable long-wave infrared source that offered the potential for portable battery 
powered operation.  Available commercial off-the-shelf units sold as infrared sources 
were all relatively low power devices with high temperature blackbody emission profiles.  
We report here the result of our effort to fabricate a lamp that would be more efficient 
and powerful in the 8-14 µm wavelength region. 
The major IR sources designed for benchtop IR spectrometers and infrared 
photometers are essentially compact high temperature sources of near-blackbody 
radiation, which means their maximum emission spectral intensity is shifted toward the 
visible region, and away from the room temperature thermal region viewed by most 
thermal cameras.  In addition, many of the commercial sources are intended for uses in 
collimated optical systems, so the total power of the source is not of primary importance.  
For such instruments, it is the emittance of the lamp, the power per unit area, which is 
more important.  Thermal reflectance imaging as in References 17-19, on the other hand, 
requires a high total power in the 8-14 micrometer wavelength region, and no commercial 
thermal sources are optimized in this spectral region. 
Infrared LEDs have also been reported that reach the mid-infrared spectral region 
(20-22).  To date, these are not commercially available for the thermal wavelength range 
and are of low power compared to the commercial blackbody sources just mentioned. 
Many small near-blackbody IR emitters, designed for a variety of purposes, have been 
developed, but are also too low in power for our application or operate at too short a 
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wavelength (23-28).  Still other narrow-band infrared emitters have been developed (29, 
30), but none are commercial with high total power in the 8-14 µm wavelength range. 
And although lasers are commercially available for this spectral window, their cost per 
unit power compared to a heated blackbody source is quite high (31, 32), even for the 
common CO2 welding laser. 
The source we present below is based on an alumina machine screw that is 
electrically heated using nichrome wire wound about the screw threads and inserted into 
a parabolic reflector.  The total power of the lamp exceeds 30 W with an efficiency that is 
nearly twice that of blackbody emitters in the thermal wavelength band.  Approximately 
5 of these lamps provide equivalent irradiance in the 8-14 µm band to the 1000 W 
hotplate source used previously. 
2.2 DESCRIPTION OF IR SOURCES 
The original source used in Reference 17-19 was a GE 1000 W hotplate (Model 
169215) with a black coated surface rather than an exposed heating coil; it can be 
purchased from a number of consumer retailers.  In experiments reported below, the 
hotplate was operated at its highest power. 
The Hawkeye Technologies IR-18 (Figure 2.1A) is a silicon nitride source that 
encased in a 25.4-mm-diameter aluminum parabolic reflector. Silicon nitride has 
emission profiles that similar to that of a blackbody. The manufacturer‟s recommended 




Figure 2.1 Infrared lamps evaluated in this work.  (A) is the Hawkeye Technologies IR-
18. (B) is the alumina lamp described in the text. A thin layer of the same alumina paste 
that coats the nichrome coil is used to coat the spot welds of the filament to the thicker 
nichrome contacts to prevent oxidation on the connection due to overheating. 
 
The lamp that we constructed (Figure 2.1B and Figure 2.2) is based on a 25.4-
mm-long #10-32 alumina screw (purchased through Amazon.com) mounted into a 
backplate made of the machinable ceramic Macor as a high temperature filament support.  
A schematic section of the lamp is shown in Figure 2.2.   Two short 0.040-inch nichrome 
A wires run through the Macor back-piece parallel to the alumina screw to serve as 
electrodes. Another length of 0.010-inch nichrome A is coiled into the threads of the 
alumina screw to serve as a filament. Both sizes of nichrome wire were purchased from 
Scientific Instrument Services. The screw threads provided protection against short 
circuiting between loops of the filament. The ends of the coil are spot welded to the 
0.040-inch nichrome electrodes. A thin layer of Ceramabond (Aremco Products, Inc), an 
alumina-based adhesive, is brushed over the coil and the connecting electrodes. The 
alumina coating is cured in an oven at 100°C. The finished filament assembly fits into a 
25.4-mm-diameter parabolic reflector, MC-234 from Hawkeye Technologies, (a modified 
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version of the IR-18 mirror) and is labeled as the “alumina lamp” in Figure 2.1.  
Engineering drawings of the lamp are available upon request. A lamp without the 
alumina coating was evaluated to observe how the coating influenced the spectral 
irradiance. 
 
Figure 2.2. Schematic of alumina lamp.  Al is an alumina screw.  B is a base machined 
from Macor ®.  NP is one of two thick nichrome posts used as contacts for the filament.  
M is a modifed Hawkeye Technologies 1” parabolic mirror.  The posts were inserted into 
the Macor® base and bent into slots cut on its back, then held in place by installing the 
large alumina screw.  The filament wire was wound around the exposed screw threads 
and spot welded to the nichrome posts.  Alumina paste was then coated over the exposed 
filament and dried.  The base was then inserted into the mirror and held in place with two 
screws.  Not shown in this schematic are the filament itself, the alumina paste, and the 
two screws just mentioned.  The components are more fully described in the text. 
 
2.3 RADIOMETRY 
The Optronics Laboratories Inc. 750-M-S system was used to determine the 
spectral irradiance and quantify each lamp‟s output. A cooled Mercury Cadmium 
Telluride detector (model OL 750-HSD-375) was used with a 2 second settle time and 3 
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second integration time for all measurements. The entrance and exit slits were 5 mm 
round apertures. A blackbody radiator (model OL 480 Variable Temperature Blackbody 
Calibration Standard) operating at 1200 K was used for calibration and standards in both 
experiments.   The software used to interface with the monochromator was OL 750 
Software Applications version 1.25. 
Measurements of the spectral irradiance of each lamp were made as follows. 
Several of the lamps tested used the same parabolic reflector mirror.  For these, the center 
of the reflector was aligned normal to the entrance aperture of the spectrometer at a 
distance of 75 cm. Each lamp was evaluated at an input power of 30(±0.1) watts.  The 
hotplate was evaluated at maximum output with the normal to the heated surface aligned 
opposite the normal to the spectrometer entrance slit and at a distance of 75 cm. 
A performance benchmark was measured to compare the various lamps to one 
another. Lamps were aligned and positioned 61 cm away from a 51-mm-dia gold diffuse 
reflectance standard (Optronic Laboratories).  The standard was observed with a thermal 
imaging camera (FLIR Systems, Model A315).  The gold diffuse reflectance standard 
was observed to have a significant specular (non-diffuse) reflection that was very 
sensitive to alignment, so the standard was oriented to prevent the specular reflection 
from being inadvertently observed by the camera.  Each source was modulated at 1 Hz; 
the small lamps were modulated with a chopper, while the hot plate was manually 
modulated by interposing an aluminum-foil-covered cardboard panel between the 
hotplate and diffuse reflector. The camera records 16-bit data at 60 frames per second 
through a custom LabVIEW 2012 (National Instruments, Austin TX) program; for each 
measurement, data was acquired for 20 seconds.  The response of pixels in the image take 
 
10 
the form of a near-square wave as each lamp is modulated.  The modulation of the signal 
from absorbing materials is complicated by the heating of the material caused by the 
lamps, which results in an increased thermal emission signal; the gold diffuse reflectance 
standard has very little absorption and very low emissivity and so was used to minimize 
heating and re-emission effects. The magnitude of modulation from a 30x25 pixel array 
of the standard was calculated then averaged. These values are taken as proportional to 
the integrated irradiance of each lamp over the thermal wavelength band observed by the 
camera, approximately 8-14 µm. 
Since the alumina lamp was found to provide the highest overall efficiency in 
these tests, and also to operate at the highest power, one new lamp of this type was tested 
at 30 W operating input power in air for more than 1000 hours of continuous operation 
without failure or significant change in output. 
2.4 RESULTS & DISCUSSION 
A lamp used for active reflectance imaging of a large area with a thermal infrared 
camera needs to have significant power in the 8-14 µm wavelength range to compete 
with the natural thermal emission of materials at room temperature.  As a comparison 
figure, a blackbody source at room temperature emits about 450 W/m
2
, of which 170 
W/m
2
 is in the 8-14 µm band.  Although most low-cost cameras for this wavelength 
region use thermal detectors whose noise is independent of signal, the reflected light 
intensity must still be within at least a couple of orders of magnitude of this value for 
acceptable reflectance imaging.  Samples with low reflectance – many natural and 
synthetic polymer-type materials have reflectances on the order of 10% - require 
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correspondingly higher irradiance from the source to provide this level of reflected 
intensity. 
 
Figure 2.3 Spectral Irradiance of 3 infrared sources used in our work normalized to unit 
area in the 8-14 µm wavelength band viewed by a thermal camera.  The dashed line is the 
irradiance of the hotplate infrared source.  The lowest-temperature source, the hotplate, 
has the lowest out-of-band emission, but with low overall emission per unit area of 
heated surface.  The higher temperature source, the commercial IR-18 lamp (top curve), 
has the highest out of band emission of the three tested, and fits the shape of a blackbody 
emission curve for 1000 K under the conditions of this test.  The alumina lamp described 
here is also a high temperature source, but has lower out of band emission due to the low 
emissivity characteristic of alumina at wavelengths shorter than 5 µm. 
 
Figure 2.3 shows the irradiance profile for each lamp located at a distance of 75 
cm, with each curve having been normalized to the same area under the curve in the 8-14 
µm band. 
The 1000 W hotplate was operated at maximum power and was measured to have 
an exposed radiating surface area of 410 cm
2
. The wavelength maximum for the hotplate 
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is near 5.9 µm and its shape is consistent with a temperature near 500 K.  As the figure 
illustrates, an infrared source at such a low temperature has a very high relative efficiency 
for the 8-14 µm wavelength range, since the normalized out-of-band emission is the 
lowest among the lamps studied.  Unfortunately, the Stefan-Boltzmann law tells us that 
this is achieved at the cost of having a low emittance per unit area:  although 33% of its 
radiation lies in the 8-14 µm band, a blackbody radiator at 500 K emits only 0.35 W/cm
2
 
integrated over all wavelengths.   As a result, a low temperature source requires a large 
emitting surface area, making modulating and directing the light more difficult.  Despite 
the high total input power of the hotplate and good distribution of the emitted radiation in 
the desired wavelength band, the illumination provided by the hotplate is not very 
intensity because it is undirected.   The source itself is very cumbersome to use even on a 
laboratory bench. 
Most heated sources used for infrared measurements operate at significantly 
higher temperatures to provide higher emittance and permit the use of physically smaller 
sources.  The IR-18 lamp has an emission profile similar to that of a blackbody at 1000 K 
when run under the conditions of this test.   This source is of much lower total power than 
the hotplate, but because it is physically small, a small parabolic reflector can be used to 
direct a greater portion of their emission toward the intended target.  Unfortunately, most 
of that increased blackbody emission is outside the wavelength region observed by long-
wave thermal imaging cameras: a 1000 K blackbody source emits 5.6 W/cm
2
, 16X 
greater than a 500 K source, but with only 11% of its optical power in the 8-14 µm band. 
Blackbody radiators have profiles given by Planck‟s radiation law.  A real 
material has a thermal emission spectrum that also depends on its spectral emissivity, 
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which provides an opportunity to tailor the light emission characteristics of lamps.  
Alumina (a common form of aluminum oxide) is nominally transparent from the UV 
spectral window to about 5 µm wavelength.  Kirchoff‟s radiation law reveals that 
materials with very low absorptivities at any given wavelength should have 
correspondingly low emissivities at that wavelength, and we therefore expect that a 
heated alumina-based lamp should have reduced optical emission at wavelengths shorter 
than 5 µm.  This is demonstrated in Figure 2.3 for the alumina lamp.  A maximum in the 
emission of this lamp near 5.65 µm is observed, with a secondary maximum near 2-2.5 
µm.  We interpret these maxima as characteristic of the heated alumina (the 5.65 µm 
maximum) with residual emission directly from the nichrome filament itself (the 2 µm 
maximum).  Tests performed on an uncoated nichrome-wound-alumina lamp (not shown) 
showed that the alumina coating was important to establishing a good thermal contact 
between the filament material and the screw, without which the nichrome filament itself 
dominated the emission. 
Electrical energy input to a lamp is dissipated by three distinct mechanisms under 
steady state conditions for the purposes of evaluating these two lamps.  First, the lamp 
dissipates energy by heating the immediate surroundings via thermal conduction and 
convection.  The lamp also dissipates energy by the emission of electromagnetic 
radiation, which we can conveniently divide into “in band” and “out of band” emission as 
our second and third mechanisms, respectively.  For a blackbody radiator near 1000 K, 
about 63% of all radiation is at wavelengths shorter than 5 µm.  Because of the steady 
state energy balance required between the input power and the power dissipated by the 
lamp, if the out-of-band optical emission of the lamp can be reduced, and if the heating of 
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the environment is not significantly increased, the same filament temperature can be 
reached with less electrical heating to make the lamp more electrically efficient.  By this 
logic, the alumina lamp should be more efficient than a blackbody lamp of approximately 
the same temperature for our purpose. 
This is demonstrated in Figure 2.4, where we report benchmark modulation 
values for the hotplate, IR-18 and alumina lamp.  The IR-18 and alumina lamps were 
operated at a range of powers shown on the bottom axis of the graph.  Arrows mark the 
rated power of the IR-18 and the power setting at which we operate the alumina lamp.  
The left axis shows a measure of relative power in the band seen by one particular FLIR 
microbolometer-based model A315 camera (every camera is expected to vary slightly 
because of antireflection coating variability). The hotplate benchmark value of 1.04 units 
of modulation per watt of power is given as a dashed line on the figure; because it is 
operated at 1000W, the hotplate gave a modulation average of 1040 units in the signal of 





Figure 2.4 Benchmark test of the irradiance of three infrared sources as modulation in 
units of the 16-bit A/D signal of a FLIR Systems A315 thermal infrared camera per unit 
power supplied to the source.  The black dashed line at the bottom shows the benchmark 
behavior of the hotplate used in Reference 1.  The upper curve through circles is the test 
result for the alumina lamp described here;  the middle curve through triangles is the test 
result for the IR-18 lamp for comparison.  Arrows indicate the nominal rated power for 
the commercial lamp, and the 1000+ hour lifetime tested power of the homemade 
alumina lamp.  Both of these higher temperature sources use the same parabolic reflector 
element while the hotplate has none, which is the main reason the hotter sources with 
higher out-of-band emission provide a higher modulation per watt in the 8-14 µm range 
than the hotplate. 
 
The benchmark values for the IR-18 are much higher because of its parabolic 
mirror.  At its rated power, a single IR-18 lamp produced 91.8 units of modulation.  
Eleven IR-18 lamps consuming 198 W would be required to provide an illumination 
slightly less than that of the hotplate. 
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The alumina lamp operating at 30 W produced 218 units of modulation.  Five 
alumina lamps using 150 W would therefore produce a slightly greater irradiance than the 
1000 W hotplate. 
The results in Figures 2.3 and 2.4 appear slightly inconsistent:  the power outside 
the 8-14 µm wavelength range appears considerably smaller for the alumina lamp than 
for the IR-18 in Figure 2.3, and one might expect an even higher efficiency for the 
alumina lamp in Figure 2.4.   Results for another study (not described here) in which all 
the light emitted from both lamps was captured in an integrating sphere also suggests that 
the alumina lamp should have an output that is approximately a factor of two greater than 
the IR-18 in the thermal wavelength window.  However, as Figure 2.1 shows, the source 
of the IR-18 is significantly smaller than that of the alumina lamp so that it can be more 
tightly collimated by the parabolic mirror.  Thus, while the total output of the alumina 
lamp is about twice that of the IR-18 in the thermal wavelength region per unit of power 
supplied, the peak irradiance is only about 1.5 times greater because the irradiance is 
more diffuse.  Still, this is an advantage in reflectance imaging because illumination by 
the alumina lamp is more even, with less intense hot spots, than the IR-18 provides. 
2.5 CONCLUSION 
We report the construction and performance of a small thermal infrared light 
source that takes advantage of Kirchhoff‟s law relating absorptivity and emissivity to 
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THERMAL INFRARED CAMERA CALIBRATION 
3.1 BACKGROUND 
Whenever using an instrument to detect specific features of a measurement, the 
calibration and efficiency of the detector needs to be evaluated so further improvements 
can be implemented on the instrument. While there are many different types of detectors 
and different methods of calibration for each scenario, calibrating an infrared (IR) camera 
presents a unique challenge because IR cameras uses a focal plane array of individual 
detectors. Each detector, or pixel, outputs a single number that is summation of total 
signal: the signal is a description of all detectable wavelengths. Today, IR cameras are 
manufactured in large quantities and used in commercial, military, medical, and research 
environments (1-8).  
Methods have been reported to calibrate infrared cameras for their temperature 
response since an IR camera‟s primary function is to identify temperature differences (9, 
10). Calibration for a spectral response has been accomplished in a few scientific 
scenarios. A spectrally calibrated infrared camera was set on the side of a rocket to 
monitor the temperature of debris (11). The details of the method they used to determine 
a spectral response of the camera were not fully explained. Other methods have been 
used to spectrally calibrate the camera but would not be ideal for our situation because 
lack of detail in the spectral response curve or the method requires unavailable equipment 
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(12, 13). However, these techniques do offer suggestions and valuable information about 
IR camera systems. 
Since the IR camera (FLIR A315) used in the instrument that is being developed 
in our laboratory did not include a spectral response calibration profile, the camera‟s 
spectral response was investigated and reported with the procedure listed below. The 
camera‟s stated wavelength response range is 7.5 to 13 µm. With this technique, the 
determined spectral response curve shows the camera begins to respond at 8 µm, and the 
response peaks at 9.6 µm; at longer wavelengths, the response decays at a relatively 
constant rate. This information will allow future development of a filter system that will 
aid in identifying latent stains: this will not be discussed here. 
3.2 EXPERIMENTAL 
The FLIR A315 thermal infrared camera was spectrally calibrated; it uses a 
320x240 uncooled microbolometer focal plane array (14). It has a Germanium lens with 
an anti-reflective coating, which allows more light to be transmitted due. A Ge lens 
would reflect more light because of its large refractive index (RI); since the anti-
reflective coating has an RI between air and germanium, this allows less light to be 
reflected at each interface than an air/germanium interface. The camera was operated 
using in-house software written in LabVIEW 2012 (National Instruments, Austin TX). In 
order to have the largest number of pixels illuminated by the infrared light, the camera‟s 
zoom was set to the minimum value. The temperature sensitivity range was set to -20 to 




Figure 3.1 The IR camera is placed at the exit of the collimating optics. The collimating 
optics were not used with the standard detector. The IR glower remained in the same 
position during the measurement of the standard detector, but the chopper was removed. 
 
To isolate specific wavelengths of light, a monochromator (MC), Optronic 
Laboratories Inc. 750-M-S, was used; 5 mm circular entrance and exit apertures were 
used. The LG 100-75 and LG 225-40 (both from Optronic Laboratories, Inc.) gratings 
were used within the MC. The IR/Visible Dual Light source attachment (Optronic 
Laboratories Inc., Model: 740-20D/IR) was used as the light source; the IR Glower was 
operated at 48 W. The standard detector used was a pyroelectric detector (Optronic 
Laboratories Inc., Model: OL 750-HSD-380). Collimating optics (Optronic Laboratories 
Inc., Model 750-10C) were used while the camera was being used as a detector. A 
chopper, which operates at 1 Hz and was made in-house for this experiment, was placed 
between the light source and the MC‟s entrance; the chopper was controlled by the 
LabVIEW program that was used to interface with the IR camera. Figure 3.1 shows the 
experimental setup when the camera‟s response was being recorded. The alternating 
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current (AC) was calculated at each wavelength using a separate LabVIEW program; AC 
image processing was explained and applied by Brook et. al. (15-17). The AC image was 
calculated to remove the background from the images. Once the AC images were 
calculated, they were processed using a custom Matlab that established the response 
number of the camera.  
To measure the response of the camera from the AC images, two 70x80 pixel 
areas of the image were designated as the background, and an 85x80 pixel region was 
used as the signal area. The average pixel value was calculated for each region; the 
average of two background areas was subtracted from the average pixel value of the 
signal area. AC images were calculated from 7000 nm to 18000 nm with measurements 
every 100 nm. Figure 3.2 displays an image when the camera is not detecting radiation 
and an AC image when radiation is detected.  
Once the signal was calculated a specific wavelength, the signal were ratioed to 
the response curve of the pyroelectric detector; this process compensated difference 
intensities of the light source at different wavelengths. 
 
Figure 3.2 Image A is the AC image at 7600 nm; Image B is the AC image 9500 nm. In 
image A, there is no response observed by the camera while image B shows a high 
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response to the different wavelength of light. Image B shows a high response to the 
radiation at that wavelength: so high that the background is blacked out.  
 
3.3 RESULTS & DISCUSSION 
 Figure 3.3 is the response curve for the IR camera. The camera did not observe 
any radiation below 7.7 µm; this is different than rated by the manufacturer. The peak 
sensitivity of the camera is at 9.6 µm. The IR camera begins to respond beyond 7.8 µm. 
The response trickles to 50% at 13.6 µm, which is the cutoff wavelength listed by the 
manufacture in reference 14.  
 The two gratings used had an overlapping region from 13.0 µm to 14.5 µm. 
Within this region, the two gratings had a similar trend in response but the values for the 
LG 100-75 (used for the wavelength region 7.0 to 14.5 µm) were at a slightly lower 
value. To compensate for the difference in value, the ratio of LG 225-40 (used for 
wavelengths beyond 13.0 µm) response to the LG 100-75 was calculated for wavelengths 
between 13.0 and 14.5. The correction factor was applied to all response values for the 




Figure 3.3 This is the response, or sensitivity, curve for the FLIR A315. From 7.0 to 14.0 
µm, the LG 100-75 was used; beyond 14.0 µm, the LG-225-40 was used. This changing 
point was set by the MC‟s software and the manufacturer. The final response values were 
ratio to the maximum value so that the wavelength with the highest response would be 
equal to 1.   
  
3.4 CONCLUSION 
 The response curve was calculated with the following procedure. This response 
range was different than the stated response range because wavelengths below 8 µm do 
not generate a response. This method could be adapted to be used with other cameras to 
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LATENT HEAT THERMOGRAPHY 
4.1 INTRODUCTION 
Our laboratory has made advances in alternative imaging methods using an 
infrared camera to identify blood on fabrics (1-3). In the process, it was noticed that 
fabrics experienced variation in their masses because of humidity changes in the 
surrounding environment; this has been observed in other laboratories (4, 5).     
An abundance of research has been done in different areas which encompass one 
or more elements of our experimental technique that we discuss. Many different 
techniques have been publish to study moisture content in a broad range of fabrics; these 
studies focus on analyzing how moisture content contributes to comfort level, water 
mechanics within fibers, and manufacturer properties (6-11). It has also been reported 
that the heat of adsorption of water is higher than expected when water is adsorbed to a 
sulfonic or an amino group (12). Vainer used a short wave IR camera (3-5 µm 
wavelength region) to identify what he described as “thermal fire”: this was the process 
of dipping a strip of fabric into room temperature water (16-18 °C) and the wicking 
action caused temperature rise higher than expected (13). Most notably, he reported 
flannel and poplin cotton experiencing an 8°C temperature rise. In another experiment, he 
showed that water vapor yielded a thermal response by placing a piece of fabric above a 
dish filled with room temperature water. Loskyll used a shortwave infrared camera to 
monitor the temperature of different catalysis as they are exposed to different gases over 
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time (14). The difference in temperatures is attributed to the heat of adsorption and the 
heat of reaction. 
With these concepts, we carried out our experiment by exposing bloodstained 
fabrics to steam. The results were quite unexpected because this provided a contrasting 
technique. We have explored this technique by applying algorithms to aid in identifying 
regions of interests; however, calculating the range of each pixel in time offers spatial 
information and provides an image that allows for areas of interest to be identified. In this 
chapter, example results for two fabrics with bloodstains are shown: an acrylic fabric and 
a polyester fabric.  
4.2 EXPERIMENTAL 
A Rowenta Portable Handheld Garment Steamer was used for all the experiments. 
It has an 800W heater to generate steam. Deionized water and NMR grade deuterium 
oxide (Cambridge Isotope Laboratories, Inc.) were used as sources for steam. The 
steamer converts water to steam at a rate of 0.16 mL of per second; this was determined 
experimentally by measuring the amount of water used over a period of constant 
operation. It is important to note that the steam is not at a high temperature to harm the 
sample: the author of the paper has exposed their hand to the steam only inches from the 
exit port without harm. To monitor the sample, the FLIR A315 Thermal Infrared camera 
was used. The camera records 16-bit data at 60 frames per second. The camera uses an 
uncooled microbolometer detector that is sensitive to the 8-14 μm wavelength region. In-
house software, which was developed using LabVIEW© (National Instruments, Austin 
TX), was used to control the camera and record data. All measurements were done in a 
laboratory environment (room temperature and between 20%-40% humidity). 
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Two fabric samples were prepared using rat blood from the University Of South 
Carolina School Of Medicine‟s Animal Research Facility. The first sample is a triple 
dyed acrylic fabric that has 5 different dilutions of rat blood on the sample: „I‟ represents 
neat blood, „X‟ represents 10x dilute blood, „V‟ represents 25X dilute blood, „L‟ 
represents 50x dilute blood, and the „C‟ represents 100x dilute blood. This sample fabric 
was prepared 3 years for previous experiments.  The other sample is a polyester fabric 
with a pattern pressed onto the fabric; the fabric had two stains deposited on the surface. 
This type of polyester felt silky to the touch; it was not the fuzzy type of polyester 
material. A researcher wore a disposable nitrile glove and dipped their hand in diluted rat 
blood then placed their hand on the fabric. The left handprint represents blood of 100x 
dilute and the right represents 1000x dilute blood. At the time of steaming, the polyester‟s 
bloodstains were 4 months old. After the blood dried, the hand prints are not visible to the 
human eye. Both of these fabrics are show in Figure 4.1. 
A fabric sample is positioned vertically; it supported by a steel backdrop. The 
infrared camera is 30-inches away from the surface. The handheld steamer, which never 
enters the camera‟s field of view, steams from 8-inches away from above the surface. A 





Figure 4.1 Image A shows the acrylic fabric with a 12-inch ruler. One can observe the „I‟, 
the „X‟, and the „V‟, but the other two bloodstains are not visible. Image B show the 
polyester fabric with the sewn-in skull prints. The bloodstains are not visible even with 
close examination. The skull pattern is the type that is iron onto the fabric during 
production.  
 
4.3 RESULTS & DISCUSSION 
Blood is composed of two primary categories: 55% plasma and 45% cellular 
components (15). The plasma is 90% water, which contains an assortment of dissolved 
salts. The remaining portion of plasma is composed of plasma proteins and substances 
that are transported in blood, such as nutrients and hormones. The cellular component is 
primarily erythrocytes, or more commonly known as red blood cells. Erythrocytes are 
primarily composed of hemoglobin, an iron containing protein that transports oxygen. 
Rat blood is used in these experiments; the solids content of rat blood has been reported 
to be roughly 20% by weight (16). There are a few main heating processes that can 
happen when steam is exposed to fabric. An enthalpy of water adsorption can be 
observed; these values have been studied in specific situations and differ in magnitude 
between types of proteins (17). The bloodstains change the number of adsorption sites 
and could have a more negative adsorption enthalpy than the fabric background; these 
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two factors are exploited when steam is applied. The fabric‟s temperature will be 
increased by the hot vapor being exposed to the surface.  
Figure 4.2 is nine images that depict the process of exposing the fabric to hot 
water vapor.  Deuterated water was used in this experiment. Frame 1 and 300 shows a 
traditional passive thermographic image. The bloodstains that are visible with the human 
eye are observed in these images. The vapor exposure begins a few of frames before 
frame 600.  The bottom portion of the „X‟ stain has a higher intensity than the 
surrounding areas when the steam comes into contact with fabric‟s surface. This is not 
showing that the technique is sensitive to only blood; rather, it is sensitive to identifying 
differences in hydrophobic properties on the surface. In an experiment not shown, 
vacuum grease was applied to the same type of acrylic fabric. When exposed to the 
steam, the greased area did not show a response and stayed at a lower temperature than 
surrounding areas. In frame 900, the entire viewing region has been exposed to some 
amount of steam (not evenly distributed), and the latent stains are visible. There are other 
noticeable attributes about frame 900: drips of blood in random places (these were 
accidently dripped during the original staining), the „V‟ stain has wicked out into the 
fabric area, and „L‟ stain is visible in the images even though the surrounding area is dark 
even though it was not the focus during the experiment. Between frame 1200 and 1500, 
the steaming process ceases. In the „X‟, the „V‟, and the „C‟, the inner part of the letters 
cools faster than outer edges that is observed in frame 1800, 2100, and 2400. In frame 
2400, the ability to specifically identify areas that have latent stains is difficult because of 
the cooling processes. The difference in signal between the areas because smaller as the 
 
33 
surface re-equilibrates to its original condition. The magnitude of temperature increases is 
around 12-16 °C above room temperature. 
 
Figure 4.2 The 9 images are thermographic images taken from the FLIR A315. The red 
number corresponds to the frame number. The vertical lines that are observed in frame 
900 and beyond are creases in the fabric. About 30 seconds after frame 2400, the fabric 
returns to its original condition.  
 
Figure 4.3 shows pixel data from a small area on the fabric. Three pixels were 
selected: a pixel from the bottom-right portion of the „X‟, a pixel between the bottom 
right of the „X‟ and the top right of the „C‟, and a pixel from the top right portion of the 
„C‟. These pixels were chosen because of their close proximity to each other. Even 
though there is a factor of 10 between the two dilutions of blood, the difference in signal 
is not significant. The bloodstained areas remain at a higher temperature while the neat 




Figure 4.3 Pixel data from steaming the acrylic fabric. The pink line, listed as the 
background, represents the neat acrylic fabric. The red and blue lines represent the „C‟ 
and the „X‟, respectively. Notice how the fabric experiences the same oscillation as the 
bloodstains yet the magnitude is difference. It also appears that the bloodstained areas 
have a higher slope than the fabric.  
  
The polyester fabric yielded different observations than the acrylic fabric. Figure 
4.4 shows six images from the steaming process. Deionized water was used in this 
experiment. Frame 1 shows the typical thermographic image before steaming. Since the 
fabric‟s surface is at the same temperature, the IR camera does not show the skull print 
on the fabric. There are a number of creases are noticeable in the fabric; particularly, 
there is a horizontal crease across the upper portion of the fabric that is noticeable in 
frame 200. The steamer is expelling hot water vapor directly above the fabric at roughly 
8-inches away. An outline of a palm is discernible; however, the large horizontal crease is 
blocking a large portion of the steam from the bottom portion of the fabric in that frame. 
Between frame 200 and 400, which is about 3 seconds in time, two hand prints are easily 
presented by the steaming method. The 1000x diluted handprint (which is on the right 
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side of the image) is fully visible. The 100x dilute handprint, which is not completely 
shown in the camera‟s field of view, is also visible: only the hand index finger and the 
thumb are visible in the IR images. In frame 600, the hand prints are not visible because 
the response of the fabric is similar to the response of the bloodstained areas. Steam is 
still being exposed to the sample until frame 630. In frame 800, portions of the 
bloodstained area show a cooler signal but only above the crease that was previously 
mentioned. The other areas exhibit a cooler signal in later frames. This is the opposite 
than the acrylic fabric: the bloodstains retained a higher temperature than the rest of the 
fabric, which is observed in „V‟ stain. There are areas of exception, such as the inner 
portion of the „X‟. With the polyester fabric, the bloodstains cool faster than areas 





Figure 4.4 These are six images from the thermographic recording of the steaming the 
polyester fabric. The red numbers present the frame number. Frame 1 shows the passive 





Figure 4.5 Pixel data from neat and bloodstained polyester fabric areas. These pixels 
were separated spatially by 1 cm. The bloodstained area shows a higher response to the 
steam initially, but the difference in response between the neat and bloodstained areas 
becomes less over time. At the end of the process, the bloodstained fabric cools to a 
lower temperature faster than neat the neat area as observed in Figure 4.4. This would 
lead to the following hypothesis: there is a small difference in the enthalpy of adsorption 
between blood proteins on polyester fabrics and neat polyester fabric, the blood on the 
surface of the fabric does not sign. 
 
 One of the main challenges with this technique is identifying a processing method 
that identifies areas of interest for further investigation. Most researchers do not have to 
time to sift through multiple thermographic movies trying to observe minor details. There 
have been multiple attempts at applying different data processing techniques to aid in 
identifying these areas of interests in the thermographic movies. Derivative processing 
(first and second derivatives by spatial and time domain), background subtraction, 
Savitzky Golay smoothing, image convolution using different kernels, and others 
techniques have been attempted. The problem that arises is that each measurement and 
sample is different from the previous. Applying a technique in a specific sample allows 
the experimenter to identify the specific areas of interests: the same data processing 
technique applied to a different sample does not identify areas of interests.  
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 The method, so far, that yields the best results for the majority of the steaming 
experiments is calculating the range of each pixel in time. This simple statistic allows for 
visualization of intensity differences across the entire image while spatial information is 
also displayed. This method was applied to the acrylic fabric and polyester fabric 
samples. The results of calculating the range can be seen in Figure 4.6.  
 
Figure 4.6 Here are range calculations for both measurements shown here. This can also be 
used to identify which area(s) was exposed to majority of the hot water vapor. Image A 
has a clear outline of each bloodstain that was deposited on the fabric. Image B shows the 
1000x diluted bloodstain and the portion of the 100x stain that was within the camera‟s 
field of view.  
  
4.4 CONCLUSION 
In this process, we have identified a method to identify latent stains on fabrics 
without contaminating, manipulating, or damaging the sample. This process is simple in 
application yet complex because the number of different mechanisms controlling the 
response generated by water vapor exposure. While the latent heat thermography is not 
very selective, advances in IR camera technology make this technique very sensitive: 
small differences in temperature changes can be observed. Data processing techniques 
have been explored; however, most of these techniques have problems when applied to 
different samples. Further research should be done in this area to further understanding 
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APPENDIX A: MATLAB CODE  
 
 
function [oput1,oput2] = aom() 
%This function calculates the amplitude of modulations. Must use Nick's LV 
%program to acquire data. Acquire 10 cycles, off cycle first, using the 
%solenoid for modulation. This programs calculates the average Ampltiude of 
%modulation on the gold reflectance standard. The area choosen to average 
%is an image of the gold standard. If you are to use this, change the 
%'subx' area to enclose the gold standard; this will also change the last 








    bref((b+1):(b+30),1)=1; 
    b=b+120; 
end 
   
for i=1:9 
    tref((t+1):(t+30),1)=1; 




    for j=1:25 
        k=single_pixel(subx,i,j); 
        bb=sum(k.*bref)/270; 
        tt=sum(k.*tref)/270; 
        oput2(i,j)=tt-bb; 







%Purpose: This function reads a binary file(that is 64bit floating point 
precision)that is 614408 bytes. The first 8 bytes will be ignored. The next 
part of the processing allocates the image to a 2D array. The next part 





% Importing the bin file 
[filename,pathname] = uigetfile('*.bin'); 
fullname = strcat(pathname,filename); 
fid=fopen(fullname,'r','b'); 
  
fseek(fid,8,'bof'); %ignoring the 8bits of junk 
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%This function reads binary data into matlab. This function is designed to 
%be used when recording the steaming operation. 
%Copied from HB's function / Updated by OBrien (1/20/13) 
[filename,pathname] = uigetfile('*.bin'); 






n=(ftell(fid)-200)/(2*320*240);%n= the total number of frames. 
  
% This code builds the 3D data array of images. 
fseek(fid,200,'bof'); % There are 200 bits of "junk" data that we skip. 









%playmovie is used to play many frames that were acquired using the 
%mothership labview program. In order to load the code into matlab, use the 
%binarymovie.m file to load the frames into matlab. The playmovie.m 
%function will find the size of the movie and allow a user to specify how 
%fast the movie plays by inputting a 2nd integer that will tell the program 
%how many frames to skip. If a 2nd number is not attached, the program will 




    pcolor((movie_data(:,:,i))'); 
    colormap(gray); 
    shading interp; 
    title(num2str(i)) 
    pause 
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